Gas Infuser Connections and Programing corrections

., 1. Press and hold the orange button for 6
seconds.

2. This will change the digital display to P

3. Press the buttom one more time and the
digital display will change to M

4. Power Cycle the Gas Infuser (off/on)
5. Once the unit is turned back on press and
hold the orange button for 3 seconds, after

3 seconds the digit will become brighter

6. Once the digit is brighter press the button
until a 1 is displayed on the digit

7. Done program should now run properly.



