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Resealing a connection using PVC glue

When you have a leak where the sleeve or microscope sock connect to the chamber wall as pictured above you can
repair with our PVC super glue.

Using the glue fill in the gap.
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Smooth out the glue as best as you can and hold in place for 1 minute. Do not use for at least 24 hours and
then inflate the chamber with N2 and see if chamber stays inflated.

Brian Coy

Director of Marketing & Sales
Coy Laboratory Products Inc.
April 15, 2010
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